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EQUIPMENT LIST

TAG Qry

DESCRIPTION

B1 1

Surgical Light and Monitor

B2 1

Surgical Light and Monitor

al 1

Equipment Boom

2 1

Anesthesia Boom

E1 1

Vividimage W 55" Medical Grade Display - Wall Mounted

E2 1

Vividimage W 55" Medical Grade Display - Wall Mounted

K1 1

HarmonyAIR A-Series Integrated Wall Control
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